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Corrigendum
(to be published through GeM and Tezpur University website)

(Against tender notice floated vide GEM/2025|815871209 Dt. 27.01,2025)

With reference to the tender notice floated vide GeM Tender GEMl2025tBl587l2O9 Dt. 27.01,2025 for
"Rheometer with required Geometry / Accessories", following modification(s) with respect to the
Technical Specifications as detailed in Annexure-l may kindly be seen:

Sl. No. Published specification Modified specilication
4 Torque range: Rotation: 5 nN.m - 200

mN.m or better:
Torque range: Rotation: 10 nN.m
- 200 mN.m or better;

t2 Normal Force: 0.005 to 50 N or better,
resolution 0.5 mN or better

Normal Force: 0.001 to 50 N or
better. resolution 0.5 mN or better

t7 Temperature control device: Peltier-
based temperature control ranges from
-5 to 180 oC or better

Temperature control device:
Peltier-based temperature control
ranges from -5 to 150 oC or better

Terms & Conditions
under Additional
Geometry for different
tests - (D)

Annual Maintenance Contract: After
the on-site warranty, 02 years of AMC
with suitable terms and conditions.

Annual Maintenance Contract: 02
years of AMC post expiry of
warranty period

All other Technical Specifications and terms & conditions remain the same.

Issued with due approval.

eJ'(\d4p
(Aniket Chattopadhyay)
Deputy Registrar (S&P)
Tezpur University

Copy to: Webmaster, Tezpur University, for publishing the above notice on the website.


